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B A C K G R O U N D :  Existing methods for the preparation 

of panel slides necessitate handling high-grade acid-fast 

bacilli positive sputum samples. 

O B J E C T I V E :  To compare panel slides prepared using 

the phenol ammonium sulphate sediment (PhAS) meth-

od with those prepared using the N-acetyl-L-cysteine 

(NALC) method in proficiency testing.

M E T H O D S :  Pooled sputum specimens of known smear-

positives and -negatives were divided into two parts: one 

part was used for preparing panel slides using the NALC 

method and the other using PhAS, a non-hazardous 

method. Respectively 413 and 384 smears of different 

grades were prepared in three batches using the PhAS 

and NALC methods. Smear grade and quality were re-

corded by 121 microscopists during proficiency testing 

in different states. Agreement between reference and re-

ported results was analysed using the kappa test. 

R E S U LT S :  The overall agreement was 96% for the PhAS 

method and 91% for the NALC method. There were 

37 errors using the NALC method compared to 21 for 

the PhAS method (P < 0.223). Smear quality was equally 

good in both methods; however, the cell count was 

s ignificantly higher in the PhAS than in the NALC 

method. 

C O N C L U S I O N :  The PhAS method, a non-hazardous 

procedure with good-quality smears, may be further ex-

plored for the preparation of panel slides.

K E Y  W O R D S :  microscopy; quality assurance; M. tuber-
culosis; panel testing

SPUTUM MICROSCOPY continues to be the primary 
tool for the diagnosis of tuberculosis (TB) in health 
systems worldwide.1 Its quality is ensured by panel 
testing of microscopists and quality of staining re-
agents, blinded rechecking of routine smears and on-
site evaluation (OSE) of microscopy centres.2–6 Panel 
slides for panel testing are prepared from high-grade 
acid-fast bacilli (AFB) positive sputum samples using 
the N-acetyl-L-cysteine (NALC) method, the sodium 
hydroxide method (NaOH) method, or from artifi -
cial sputum.5,7 As samples processed using NALC or 
NaOH are aqueous in nature, laboratory staff are at 
risk of exposure to aerosols of Mycobacterium tuber-
culosis when preparing large numbers of slides.7 In 
addition, NALC is expensive, and stringent safety 
precautions should be taken when preparing panel 
slides.5 The preparation of slides from artifi cial spu-
tum containing cells from cell culture, methyl cellu-
lose or polyacrylamide and avirulent M. bovis bacille 
Calmette-Guérin strains needs good laboratory facili-
ties and trained laboratory personnel.7 A simple and 
relatively safe method is thus needed for the prepara-
tion of large numbers of slides. The phenol ammo-

nium sulphate sedimentation (PhAS) method is shown 
to be safe and suitable for microscopy.8 In the present 
study, we assessed panel slides prepared using the 
PhAS and NALC methods for profi ciency testing. 

MATERIALS AND METHODS

Preparation of reagents
The PhAS reagent was prepared by dissolving 5 ml of 
phenol (Qualigens, Chennai, India) and 4 g of ammo-
nium sulphate (E Merck, Mumbai, India) in 95 ml of 
distilled water.8 Fresh NALC reagent was prepared by 
dissolving 2 g of N-acetyl-L-cysteine (Himedia, Mum-
bai, India) in 100 ml of distilled water and 290 mg of 
TRIS sodium citrate (Qualigens, Mumbai, India) in 
100 ml of distilled water in separate bottles.9 Forma-
lin (10%) was prepared by adding 10 ml of formal-
dehyde (Qualigens, Mumbai, India) to 90 ml of dis-
tilled water. 

Collection and processing of sputum samples
The study was conducted from December 2009 to 
June 2010 at the National Institute for Research in 
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Tuberculosis (NIRT), Chennai, South India. Pooled 
smear-positive and smear-negative sputum samples 
(approximately 10 ml) were prepared by mixing high-
grade smear-positive and smear-negative samples from 
different patients. Two to three drops of 10% forma-
lin were added to each specimen immediately after 
collection to prevent further autolysis, and stored at 
room temperature until they were processed. The 
specimens were divided equally into two portions: 
one was allocated to the NALC method and the other 
to the PhAS method.

Preparation of panel slides 
PhAS method
Negative slides: from the negative sample, two smears 
were prepared and stained using the hot Ziehl-
Neelsen (ZN) method, and the average number of 
cells/fi eld was recorded. Specimens with >10 cells/
fi eld were selected. This was used as negative stock 
sputum and for the preparation of negative slides. 

Positive slides: the positive aliquot allocated for 
the PhAS method was added to the PhAS solution, 
shaken gently at 15 min intervals for 1 h and left to 
stand at room temperature for another 2 h. The super-
natant was discarded without centrifugation and the 
sediment was vortexed for 2 min. Two smears were 
stained using the hot ZN method, and the average 
number of AFB per 100 fi elds was recorded. Based on 
the number of AFB/100 fi elds, the positive suspen-
sion was diluted with the negative stock sputum, and 
smears with 2+, 1+ and scanty grades were made as 
per India’s Revised National Tuberculosis Control 
Programme (RNTCP) guidelines.9

NALC method
Negative slides: the negative aliquot was added to an 
equal amount of NALC reagent and incubated for 
30 min at room temperature. The mixture was vor-
texed for 5 min, two smears were stained using the 
hot ZN method and the average number of cells/fi eld 
recorded. Specimens with >10 cells/fi eld were selected. 
This was used as negative stock sputum and for the 
preparation of negative slides. 

Positive slides: the positive aliquot allocated for 
the NALC method was processed and handled in the 
same way as the negative slides until staining with 
hot ZN, and the average number of AFB/100 fi elds 
was recorded. Based on the number of AFB/100 fi elds, 
the suspension was diluted with negative stock spu-
tum, and smears with 2+, 1+ and scanty grades were 
made as per RNTCP guidelines.9

Validation of panel slides 
Three batches each of NALC and PhAS slides were 
prepared and stored until use. The panel slides were 
validated as per RNTCP guidelines.9 For each grade, 
slides from the PhAS and NALC methods were ar-
ranged and randomly coded. Date of preparation, 

number of slides prepared, period of storage and num-
ber of slides taken for on-site evaluation (OSE) were 
documented. During OSE, a set of fi ve slides with dif-
ferent grades, selected randomly, was used for profi -
ciency testing among the participating microscopists. 
The slides were decoded after OSE.

Panel testing
A total of 413 PhAS and 284 NALC slides were used 
for OSE in six different Indian states (Chhattisgarh, 
Goa, Gujarat, Pudhucherry, Punjab and Tamil Nadu). 
Five microbiologists and fi ve senior laboratory tech-
nicians at the intermediate reference laboratories, 
and 70 senior tuberculosis laboratory supervisors  
and 41 laboratory technicians at the district tubercu-
losis centres and designated microscopy centres were 
assessed. Grade and quality of smears (cell count/
fi eld, staining, size, evenness and thickness) were re-
corded as per RNTCP guidelines.9 The microscopists 
and supervising team members were blinded to the 
identity of the PhAS or NALC smears. Almost every 
set of fi ve slides contained different numbers of both 
PhAS and NALC slides, except for six sets with only 
PhAS and three sets with only NALC slides. One 
hundred smears each of the NALC and PhAS method 
were read by a post-graduate student who had re-
ceived training in smear microscopy for 10 days as 
per RNTCP guidelines.9 Discrepant results were re-
solved by the reference reader during OSE. The re-
sults reported for the panel slides were considered for 
statistical analysis.

Statistical analysis
The statistical signifi cance of the observed difference 
between PhAS and NALC smears was assessed using 
the χ2 test. Agreement between reference and reported 
results was analysed using the kappa (κ) test. 

RESULTS

Of the 413 PhAS smears, respectively 109 (26%), 
110 (27%), 89 (21%) and 105 (26%) had 2+, 1+, 
scanty and negative grades, compared to respectively 
89 (23%), 103 (27%), 96 (25%) and 96 (25%) of the 
384 NALC smears.

A comparison of the results of the PhAS slides and 
the reference reading is shown in Table 1: the overall 
agreement was 96% (κ = 0.96). The overall agree-
ment of the results of NALC slides with the reference 
reading was 91% (κ = 0.91, Table 2). There were 
37 errors using the NALC method and 21 using the 
PhAS method (Table 3). The PhAS method had one 
high false-negative (HFN) compared to fi ve HFN us-
ing the NALC method. The post-graduate student 
had only one HFN result on PhAS and two HFN and 
one low false-negative (LFN) on NALC smears. This 
difference was not signifi cant (P < 0.52).

Table 4 shows the quality of the smears prepared 
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destroyed 104 M. tuberculosis bacilli in 2–3 h.10 This 
method can thus be employed for the preparation of 
large numbers of panel slides without exposing tech-
nicians to hazardous aerosols. In addition, the NALC 
method requires sophisticated instruments such as 
biosafety cabinets and shakers, whereas with the PhAS 
method overnight sedimentation of sputum was used.8 
As smears prepared from overnight sediments showed 
large clumps of AFB, the sputum sediment obtained 
within 3 h after the addition of the PhAS reagent was 
used for preparation of panel smears.

The quality of panel slides prepared using both 
methods was found to be equally good, except for 
the cell count, which was signifi cantly higher in PhAS 
smears than in NALC smears (Table 4). While the 
sputum is diluted with the addition of the reagent in 
the NALC method, it is partially sedimented using 
the PhAS method. This partial sedimentation might 
have contributed to the higher cell count in PhAS 
smears. In the study, 85% of the PhAS smears were 
of satisfactory thickness and 90% had good stain-
ing, a fi nding that was similar to the quality reported 
for artifi cial sputum smears prepared in a Japanese 
study.7 The higher number of false-negative and false-
positive errors in the NALC method could be due, 
respectively, to unequal distribution and insuffi cient 
AFB staining or to the presence of artifacts in the 
smears.

In conclusion, given the good agreement with the 
reference results (κ = 0.96) and the good quality 

Table 1 Comparison of results of panel slides prepared by 
the PhAS method with the reference reading

Reported 
results*

Results of reference laboratory*

2+ 1+ Scanty
Any 

positive Negative Total

3+  15   1  1  17   0  17
2+  67  33  1 101   0 101
1+  26  60 37 123   1 124
Scanty   1  15 40  56   6  62
Any positive 109 109 79 297   7 304
Negative   0    1 10  11  98 109

 Total 109 110 89 308 105 413

* 3+ = >10 AFB/oil immersion field at least 20 fields; 2+ = 1–10 AFB/oil 
immersion field at least 50 fields; 1+ = 10–99 AFB/100 oil immersion field; 
scanty = 1–9 AFB/100 oil immersion fields; negative = no AFB/100 oil im-
mersion fields.
PhAS = phenol ammonium sulphate sediment; AFB = acid-fast bacilli.

Table 2 Comparison of results of panel slides prepared by 
the NALC method with the reference reading

Reported 
results*

Results of reference laboratory*

2+ 1+ Scanty
Any 

positive Negative Total

3+ 51   0  0  51  0  51
2+ 27  12  1  40  0  40
1+ 11  71 17  99  0  99
Scanty  0  15 61  76 14  90
Any positive 89  98 79 266 14 280
Negative  0   5 17  22 82 104

 Total 89 103 96 288 96 384

* See Table 1.
NALC = N-acetyl-L-cysteine.

Table 3 Errors reported for panel slides prepared using the 
PhAS and NALC methods

Method 

No of errors

LFN HFN LFP HFP QE Total

PhAS (n = 413) 10 1  6 1 3 21
NALC (n = 384) 17 5 14 0 1 37

PhAS = phenol ammonium sulphate sediment; NALC = N-acetyl-L-cysteine; 
LFN = low false-negative; HFN = high false-negative; LFP = low false-positive; 
HFP = high false-positive; QE = quantification error.

Table 4 Quality of panel slides prepared using the PhAS and 
NALC methods

Quality of 
smear, remarks

PhAS 
(n = 413)

NALC
(n = 384) P value

Cell count
 >10/field 300 173 0.001
 <10/field  90 190
 Not available  23  21

Staining
 Good 372 330 0.6
 Poor  20  12
 Overstaining   3   4
 Understaining   3   4
 Not available  15  34

Thickness
 Good 353 314 0.07
 Poor   9  14
 Thin  19  29
 Thick  10   3
 Not available  22  24

Size
 Good 366 333 0.09
 Poor   9   5
 Big  11  15
 Small   4  10
 Not available  23  21

Evenness
 Even 348 324 0.99
 Uneven  41  38
 Not available  24  22

PhAS = phenol ammonium sulphate sediment; NALC = N-acetyl-L-cysteine.

using the PhAS and NALC methods. The thickness, 
evenness, staining and size of smears were similar 
using both methods, and the differences observed 
were not statistically signifi cant. Three hundred (73%) 
PhAS smears had >10 cells/fi eld compared to 173 
(45%) NALC smears; the difference was signifi cant 
(P < 0.001).

DISCUSSION

NALC is an expensive chemical that does not kill 
mycobacteria when sputum is processed for the prep-
aration of smears.5 As the PhAS solution is reported 
to kill the tubercle bacilli, this may be a less hazard-
ous method.8 Rutala et al. reported that 3% phenol 
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smears, PhAS, a non-hazardous procedure, may be 
explored further for the preparation of panel slides.

Acknowledgements
The authors thank the laboratory staff, Department of Bacteriol-
ogy, National Institute for Research in Tuberculosis, for technical 
support; R Suchithra, post-graduate student, Periyar University, 
for participation; all state tuberculosis offi cers, directors of state 
tuberculosis training and demonstration centres, microbiologists 
of intermediate reference laboratories, district tuberculosis offi -
cers, senior tuberculosis laboratory supervisors and laboratory 
technicians, of Chhattisgarh, Goa, Gujarat, Pudhucherry, Punjab 
and Tamil Nadu for extending their cooperation during on-site 
evaluation; and the Central TB division, Directorate General of 
Health Services, Ministry of Health and Family Welfare, New Delhi, 
for fi nancial support.

References
 1 Ministry of Health and Family Welfare. TB India 2011. Annual 

status report. Revised National Tuberculosis Control Pro-
gramme (RNTCP). New Delhi, India: Central TB Division, Di-
rectorate General of Health Services, Ministry of Health and 
Family Welfare, 2011: p 20. http://www.tbcindia.org/pdfs/RN
TCP%20TB%20India%202011.pdf Accessed December 2011.

 2 Selvakumar N, Prabhakaran E, Rahman F, et al. Blinded re-
checking of sputum smears for acid-fast bacilli to ensure the 
quality and usefulness of restaining smears to assess false-
positive errors. Int J Tuberc Lung Dis 2003; 7: 1077–1082.

 3 Selvakumar N, Sivagamasundari S, Prabhakaran E, et al. Stor-
age of heat-fi xed unstained sputum AFB smears for panel test-
ing in a tuberculosis unit in South India. Int J Tuberc Lung Dis 
2005; 9: 223–225.

 4 Selvakumar N, Prabhakaran E, Murthy B N, et al. Application 
of lot sampling of sputum AFB smears for the assessment of 
microscopy centres. Int J Tuberc Lung Dis 2005; 9: 306–309.

 5 Aziz M A, Ba F, Becx-Bleumink M, Bretzel G, et al. External 
quality assessment for AFB smear microscopy. In: Ridderhof J, 
Humes R, Boulahbal F, eds. Washington DC, USA: Association 
of Public Health Laboratories, 2002.

 6 Paramasivan C N, Venkataraman P, Vasanthan J S, et al. Qual-
ity assurance studies in eight State tuberculosis laboratories in 
India. Int J Tuberc Lung Dis 2003; 7: 522–527.

 7 Yamada H, Mitarai S, Aguiman L, Matsumoto H, Fujiki A. 
Preparation of mycobacteria-containing artifi cial sputum for 
TB panel testing and microscopy of sputum smears. Int J Tuberc 
Lung Dis 2006; 10: 899–905.

 8 Selvakumar N, Rahman F, Garg R, et al. Evaluation of the phe-
nol ammonium sulfate sedimentation smear microscopy method 
for diagnosis of pulmonary tuberculosis. J Clin Microbiol 2002; 
40: 3017–3020.

 9 Ministry of Health and Family Welfare. Guidelines for quality 
assurance of smear microscopy for diagnosing tuberculosis. 
Revised National Tuberculosis Control Programme (RNTCP) 
Laboratory Network. New Delhi, India: Central Tuberculosis 
Division, Directorate General of Health Services, Ministry of 
Health and Family Welfare, India 2005: pp 39–43. http://www.
tbcindia.org/pdfs/RNTCP%20Lab%20Network%20Guide
lines.pdf Accessed December 2011. 

 10 Rutala W A, Weber D J, and the Healthcare Infection Control 
Practices Advisory Committee (HICPAC), Centers for Disease 
Control and Prevention. Guideline for disinfection and steril-
ization in healthcare facilities, 2008. Atlanta, GA, USA: CDC, 
2008: p 34. http://www.cdc.gov/hicpac/Disinfection_Sterilization/ 
9_0PceticAcidHydroPoxide.html Accessed December 2011.



Panel  testing-smear  microscopy i

C O N T E X T E  :   Les méthodes existantes pour la prépara-

tion de séries de lames exigent le traitement d’échantillons 

de crachats à taux élevés de positivité pour les bacilles 

acido-résistants. 

O B J E C T I F  :   Evaluer pour leur utilisation dans les tests 

de compétence, les séries de lames préparées par la mé-

thode de sédimentation au sulfate d’ammonium phénolé 

(PhAS) par rapport à celles reposant sur la N-acétyl-L-

cystéine (NALC). 

M É T H O D E S  :   Les échantillons groupés de crachats prove-

nant de cas connus comme ayant des frottis positifs et 

négatifs ont été séparés en deux groupes. Une partie a 

été utilisée pour la préparation de séries de lames par la 

méthode NALC et l’autre partie par la méthode PhAS, 

une méthode sans risque. On a préparé respectivement 

413 et 384 frottis de différents degrés de positivité par 

les méthodes PhAS et NALC dans trois lots ; 121 micro-

scopistes ont enregistré le degré de positivité et la qualité 

des frottis à différentes étapes au cours des tests de com-

pétence. On a analysé par le test kappa la concordance 

entre les résultats de référence et les résultats enregistrés.

R É S U LTAT S  :   Le taux global de concordance a été de 

96% pour la méthode PhAS et de 91% pour la méthode 

NALC. On a noté 37 erreurs pour la méthode NALC 

en comparaison avec 21 pour la méthode PhAS (P < 

0,223). Les frottis ont été d’une qualité égale dans les 

deux méthodes ; toutefois, le décompte des cellules a été 

significativement plus élevé pour la méthode PhAS que 

pour la méthode NALC. 

C O N C L U S I O N  :   La méthode PhAS, une procédure sans 

risque et produisant des frottis de bonne qualité, peut 

être explorée davantage en vue de la préparation de sé-

ries de lames.

M A R C O  D E  R E F E R E N C I A :   Los métodos actuales de pre-

paración de los paneles de láminas de baciloscopia 

requiere la manipulación de muestras de esputo con un 

alto contenido de bacilos acidorresistentes. 

O B J E T I V O :   Se buscó evaluar los conjuntos de láminas 

preparadas por el método del sedimento con solución fe-

nicada de sulfato de amonio (PhAS) y con N-acetilcisteína 

(NALC) destinadas a las pruebas de competencia.

M É T O D O S :   Las mezclas de muestras de esputo con 

baciloscopia positiva y negativa conocidas se dividieron 

en dos alícuotas. Una parte se usó en la preparación del 

panel de láminas por el método NALC y la otra parte se 

preparó por el método seguro PhAS. Se prepararon 

cerca de 413 frotis con PhAS y 384 con NALC de dife-

rentes grados de positividad, en tres lotes. Durante las 

pruebas de competencia, 121 microscopistas en estados 

diferentes registraron el grado y la calidad de los exten-

didos. La concordancia entre la referencia y los resulta-

dos notificados se analizó mediante el índice κ. 

R E S U LTA D O S :   La concordancia global fue de 96% con 

el método PhAS y 91% con el método NALC. Se obser-

varon 37 errores con el método NALC, en comparación 

con 21 errores con PhAS (P < 0,223). La calidad de las 

baciloscopias fue igualmente buena con ambos métodos, 

pero el recuento de bacilos fue más alto con PhAS que 

con NALC. 

C O N C L U S I Ó N :   El método de preparación de frotis para 

baciloscopia con PhAS es un procedimiento seguro, que 

ofrece baciloscopias de buena calidad. Se podría investi-

gar más su uso en la preparación de los paneles de lámi-

nas para baciloscopia.

R É S U M É

R E S U M E N



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles false
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Perceptual
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize false
  /OPM 0
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts false
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Remove
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /AGaramondPro-Bold
    /AGaramondPro-BoldItalic
    /AGaramondPro-Italic
    /AGaramondPro-Regular
    /AGaramondPro-Semibold
    /AGaramondPro-SemiboldItalic
    /AgencyFB-Bold
    /AgencyFB-Reg
    /Arial-Black
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /ArialNarrow
    /ArialNarrow-Bold
    /ArialNarrow-BoldItalic
    /ArialNarrow-Italic
    /ArialRoundedMTBold
    /BlackadderITC-Regular
    /BodoniMT
    /BodoniMTBlack
    /BodoniMTBlack-Italic
    /BodoniMT-Bold
    /BodoniMT-BoldItalic
    /BodoniMTCondensed
    /BodoniMTCondensed-Bold
    /BodoniMTCondensed-BoldItalic
    /BodoniMTCondensed-Italic
    /BodoniMT-Italic
    /BookAntiqua
    /BookAntiqua-Bold
    /BookAntiqua-BoldItalic
    /BookAntiqua-Italic
    /BookmanOldStyle
    /BookmanOldStyle-Bold
    /BookmanOldStyle-BoldItalic
    /BookmanOldStyle-Italic
    /BookshelfSymbolSeven
    /BradleyHandITC
    /CaflischScriptPro-Bold
    /CalisMTBol
    /CalistoMT
    /CalistoMT-BoldItalic
    /CalistoMT-Italic
    /Castellar
    /CenturyGothic
    /CenturyGothic-Bold
    /CenturyGothic-BoldItalic
    /CenturyGothic-Italic
    /CenturySchoolbook
    /CenturySchoolbook-Bold
    /CenturySchoolbook-BoldItalic
    /CenturySchoolbook-Italic
    /ComicSansMS
    /ComicSansMS-Bold
    /CopperplateGothic-Bold
    /CopperplateGothic-Light
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /CourierStd
    /CourierStd-Bold
    /CourierStd-BoldOblique
    /CourierStd-Oblique
    /CurlzMT
    /EdwardianScriptITC
    /Elephant-Italic
    /Elephant-Regular
    /EngraversMT
    /ErasITC-Bold
    /ErasITC-Demi
    /ErasITC-Light
    /ErasITC-Medium
    /EstrangeloEdessa
    /FelixTitlingMT
    /ForteMT
    /FranklinGothic-Book
    /FranklinGothic-BookItalic
    /FranklinGothic-Demi
    /FranklinGothic-DemiCond
    /FranklinGothic-DemiItalic
    /FranklinGothic-Heavy
    /FranklinGothic-HeavyItalic
    /FranklinGothic-Medium
    /FranklinGothic-MediumCond
    /FranklinGothic-MediumItalic
    /FrenchScriptMT
    /Garamond
    /Garamond-Bold
    /Garamond-Italic
    /Gautami
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /Gigi-Regular
    /GillSansMT
    /GillSansMT-Bold
    /GillSansMT-BoldItalic
    /GillSansMT-Condensed
    /GillSansMT-ExtraCondensedBold
    /GillSansMT-Italic
    /GillSans-UltraBold
    /GillSans-UltraBoldCondensed
    /GloucesterMT-ExtraCondensed
    /GoudyOldStyleT-Bold
    /GoudyOldStyleT-Italic
    /GoudyOldStyleT-Regular
    /GoudyStout
    /Haettenschweiler
    /HelveticaRoundedLTStd-BdCnO
    /Impact
    /ImprintMT-Shadow
    /Kartika
    /Latha
    /LucidaConsole
    /LucidaSans
    /LucidaSans-Demi
    /LucidaSans-DemiItalic
    /LucidaSans-Italic
    /LucidaSans-Typewriter
    /LucidaSans-TypewriterBold
    /LucidaSans-TypewriterBoldOblique
    /LucidaSans-TypewriterOblique
    /LucidaSansUnicode
    /MaiandraGD-Regular
    /Mangal-Regular
    /MeridienLTStd-Bold
    /MeridienLTStd-BoldItalic
    /MeridienLTStd-Italic
    /MeridienLTStd-Medium
    /MeridienLTStd-MediumItalic
    /MeridienLTStd-Roman
    /MicrosoftSansSerif
    /MonotypeCorsiva
    /MSOutlook
    /MSReferenceSansSerif
    /MSReferenceSpecialty
    /MVBoli
    /MyriadPro-Black
    /MyriadPro-BlackCond
    /MyriadPro-BlackCondIt
    /MyriadPro-BlackIt
    /MyriadPro-BlackSemiCn
    /MyriadPro-BlackSemiCnIt
    /MyriadPro-BlackSemiExt
    /MyriadPro-BlackSemiExtIt
    /MyriadPro-Bold
    /MyriadPro-BoldCond
    /MyriadPro-BoldCondIt
    /MyriadPro-BoldIt
    /MyriadPro-BoldSemiCn
    /MyriadPro-BoldSemiCnIt
    /MyriadPro-BoldSemiExt
    /MyriadPro-BoldSemiExtIt
    /MyriadPro-Cond
    /MyriadPro-CondIt
    /MyriadPro-It
    /MyriadPro-Light
    /MyriadPro-LightCond
    /MyriadPro-LightCondIt
    /MyriadPro-LightIt
    /MyriadPro-LightSemiCn
    /MyriadPro-LightSemiCnIt
    /MyriadPro-LightSemiExt
    /MyriadPro-LightSemiExtIt
    /MyriadPro-Regular
    /MyriadPro-Semibold
    /MyriadPro-SemiboldCond
    /MyriadPro-SemiboldCondIt
    /MyriadPro-SemiboldIt
    /MyriadPro-SemiboldSemiCn
    /MyriadPro-SemiboldSemiCnIt
    /MyriadPro-SemiboldSemiExt
    /MyriadPro-SemiboldSemiExtIt
    /MyriadPro-SemiCn
    /MyriadPro-SemiCnIt
    /MyriadPro-SemiExt
    /MyriadPro-SemiExtIt
    /MyriadStd-Sketch
    /MyriadStd-Tilt
    /OCRAExtended
    /PalaceScriptMT
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /Papyrus-Regular
    /Perpetua
    /Perpetua-Bold
    /Perpetua-BoldItalic
    /Perpetua-Italic
    /PerpetuaTitlingMT-Bold
    /PerpetuaTitlingMT-Light
    /Pristina-Regular
    /Raavi
    /RageItalic
    /Rockwell
    /Rockwell-Bold
    /Rockwell-BoldItalic
    /Rockwell-Condensed
    /Rockwell-CondensedBold
    /Rockwell-ExtraBold
    /Rockwell-Italic
    /ScriptMTBold
    /Shruti
    /Sylfaen
    /SymbolMT
    /SymbolStd
    /Tahoma
    /Tahoma-Bold
    /TimesNewRomanMTStd
    /TimesNewRomanMTStd-Bold
    /TimesNewRomanMTStd-BoldCond
    /TimesNewRomanMTStd-BoldIt
    /TimesNewRomanMTStd-Cond
    /TimesNewRomanMTStd-CondIt
    /TimesNewRomanMTStd-Italic
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /Tunga-Regular
    /TwCenMT-Bold
    /TwCenMT-BoldItalic
    /TwCenMT-Condensed
    /TwCenMT-CondensedBold
    /TwCenMT-CondensedExtraBold
    /TwCenMT-Italic
    /TwCenMT-Regular
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /Vrinda
    /Webdings
    /Wingdings2
    /Wingdings3
    /Wingdings-Regular
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 200
  /ColorImageDepth 8
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /FlateEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 200
  /GrayImageDepth 8
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /FlateEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [504.000 720.000]
>> setpagedevice


