Pot method for storage & detection of acid-fast bacilli from sputum samples

N. Selvakumar, Vanaja Kumar, P.G. Gopi, S. Sivagamasundari & P.R. Narayanan

Tuberculosis Research Centre, Indian Council of Medical Research, Chennai, India

Received December 4, 2007

Background & objectives: Sputum acid-fast bacilli (AFB) microscopy services are not available in all health facilities. Alternative procedures are needed to transport sputum samples to the diagnostic centres for detection of AFB. The objective of the present study was to evaluate sputum smears made by pot-method with the direct smears made immediately after sputum collection by Ziehl-Neelsen (ZN) method.

Methods: Ninety three sputum samples from 49 pulmonary tuberculosis suspects were studied. Their direct smears (ZN smears) were stained by hot ZN method. The samples were then mixed with phenol ammonium sulphate basic fuchsin solution and stored at ambient conditions. The smears (pot smears), made on day 7, were then, decolourized and counter-stained for detection of AFB (pot method). The ZN and pot smears were read blind. After excluding 18 samples for various reasons, the results of pot and ZN smears of 63 samples from smear positive (2 of 3 direct smears were positive) and 12 from smear negative (3 of 3 direct smears were negative) patients were analysed. ZN method was the gold standard.

Results: Pot and ZN smears were positive in 61 of 63 samples from smear-positive patients and negative in 11 of 12 smear-negative patients (kappa = 0.87). The sensitivity and specificity of pot method were 96.8 and 91.7 per cent respectively.

Interpretation & conclusions: Sputum samples can be stored for up to seven days in the sputum container with phenol ammonium sulphate basic fuchsin solution. However, a comprehensive study needs to be done confirm the accuracy of the pot method for storage and transportation of sputum to microscopy centres for detection of AFB.

Key words AFB - pot staining - sputum - storage - tuberculosis
centres. Giacomelli et al\(^7\) demonstrated that unstained sputum smears pose a greater risk of infection to laboratory workers. Only one of 38 hospitals in Malawi disposed the sputum samples after disinfection.\(^6\) Addo et al\(^1\) surveyed 114 laboratories at Ghana and found that the disposal mechanisms and safe handling of sputum material were very poor.\(^7\) Survey of laboratory practices in an urban area in Brazil with hyperendemic pulmonary tuberculosis revealed high risk to workers and other staff with suboptimal practices while disposing infectious materials.\(^8\) Mullu and Kassu\(^9\) recommended improvement of safety standards in the laboratories in order to minimize the risk of infection. Chedore et al\(^10\) suggested that inactivation of *Mycobacterium tuberculosis* in sputum smears before use is an important safety factor in preventing the potential transmission of tuberculosis (TB) to laboratory workers. Therefore more research studies are needed to find out safer methods for transportation of sputum samples to microscopy centres. We have earlier shown that sputum in its containers can be stained,\(^11\) in an hour, by phenol ammonium sulphate basic fuchsin solution and its smear can then be decolourised and counter-stained for detection of acid-fast bacilli (AFB)\(^12,13\). In the present study, the pot-method was further explored for storage of sputum samples at ambient conditions in health facilities for detection of AFB and the results were compared with direct smears made by Ziehl-Neelsen (ZN) method.

**Material & Methods**

**Patients, sputum samples and direct-smears:** A total of 93 samples from 49 pulmonary tuberculosis suspects with cough of more than three weeks, reporting to a TB Hospital, Poonamalle, Chennai, were used after their direct-smear results were recorded in the TB laboratory register. Samples were collected as per RNTCP guidelines i.e., 3 samples were collected in two days. The study was carried out in first quarter 2007. The direct-smears were stained in the laboratory of the TB hospital by the standard hot Ziehl Neelsen (ZN) method as described in the RNTCP laboratory technician module.\(^1\)

**ZN-smears:** One additional direct smear (ZN-smear) was made from each of the above samples at Tuberculosis Research Centre (TRC), Chennai by an independent laboratory technician. These smears were then stained by the ZN method.\(^1\)

**Storage of sputum, staining and pot smear:** After making a direct smear, equal volume of phenol ammonium sulphate basic fuchsin solution was added to the sputum sample in its plastic container, rotated gently for a few seconds and left at ambient conditions (22 to 26\(^\circ\) C) in a closed box for 7 days. The smears (pot smears), prepared then, were only decolourized with 25 per cent sulphuric acid for 2 min and counter-stained with 0.1 per cent methylene blue for 30 seconds\(^11\).

Both direct and pot smears were made using bamboo sticks.

Phenol ammonium sulphate basic-fuchsins solution was prepared as described earlier. Basic-fuchsins, methanol, phenol, concentrated sulphuric acid, ammonium sulphate, methylene blue were obtained from Hi-media/Qualigens, Mumbai, India.

**Smear reading:** The ZN smears and pot smears were brought to TRC. They were coded and read by technicians as per RNTCP guidelines.\(^1\) The results were then decoded. Sets of slides (ZN smear and its corresponding pot smear) with discrepant results were read again blindly by a second reader. Slides with discordant results were again read blind by a third reader. For a discordant slide, the result of 2 concordant readings was taken as final. After resolving the discrepancies, the results were analysed.

**Analysis of data:** The data were entered and analysed using Microsoft Excel. After excluding, 11 samples from patients on follow up examination, 4 samples from patients who provided with less than three samples, and 3 samples with labelling/recording errors, the pot and ZN smear results of 63 sputum samples from smear-positive patients (at least two of the three samples were AFB positive in direct-smears) and 12 samples from smear-negative patients\(^1\) (all the three samples were AFB negative in direct-smears) were analysed. The sensitivity and specificity of pot method were determined using ZN method as the gold standard. Kappa statistics was performed to know the extent of agreement between the pot and ZN smears.

**Results & Discussion**

Of the 75 samples analysed, 61 and 11 were, respectively AFB positive and negative in pot and ZN-smears (Table). Two samples from smear-positive patients, one with scanty positive and the other with 1+ in the direct-smears, were negative in pot smears. One sample from a smear-negative patient was AFB positive in both ZN and pot smear. These errors could be attributable to limitations of sputum AFB microscopy.
Generally, making direct smears from sputum is unpleasant to laboratory technicians\(^2\). In order to make the sputum sample more acceptable to the laboratory technicians, phenol ammonium sulphate sedimentation method was explored with convincing results. Phenol ammonium sulphate solution was shown to kill tubercle bacilli in sputum samples within 30 min\(^2\). Therefore, the pot-method, in which phenol ammonium sulphate basic fuchsin is used as the staining agent can be practiced on work benches in microscopy centres with inadequate facilities and the risk of acquiring tuberculosis infection can be minimized.

Several advantages of pot method as have been pointed out earlier\(^11\-13\) include the following: (i) smear making is easy resulting in uniform spread of sputum material on glass slides, (ii) it is technician-friendly and will increase their willingness to work with sputum AFB microscopy, (iii) the background of smears is clear and the AFB is distinctly seen, (iv) disposal of sputum cups becomes easy, (v) it can greatly reduce the risk of aerosols and spread of infection among the workers and in the community, (vi) it is simple as it does not involve heating of carbol-fuchsin, (vii) it gives an opportunity for the laboratory technician to make smears at a convenient time, and (viii) it can be utilized to transport sputum samples to microscopy centres. The disadvantage of pot method is that the sputum samples cannot be used for culture of tubercle bacilli.

In conclusion, our findings suggests that sputum samples in their containers can be stored for up to 7 days with phenol ammonium sulphate basic fuchsin solution and their smears can then be decolourised and counter-stained for detection of AFB. A large scale comprehensive study has to be carried out to assess the value of pot method for storage of sputum samples and transportation to the microscopy centres for the detection of AFB.

**Acknowledgment**

Authors acknowledge project students, laboratory staff in Epidemiology Unit and in Mycobacteriology laboratory of the Tuberculosis Research Centre for technical support; District TB Officer and staff of District TB Centre Tiruvallur for providing sputum samples; Armand van Deun, Bacteriologist, THE UNION, Paris, for his comments. The research was supported in part by the funds from USAID through SEARO, WHO, New Delhi.

**References**


Reprint requests: Dr N. Selvakumar, Scientist ‘F’, Bacteriology Department, Tuberculosis Research Centre (ICMR) Chetput, Chennai 600 031, India e-mail: selvakumar.nagamiah@gmail.com